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EQUIPMENT  FOR  CONTINUOUSLY 

MONITORING  RADIOACTIVITY  IN 

GASEOUS  EFFLUENTS 

PART  1     GENERAL  REQUIREMENTS 

NATIONAL  FOREWORD 

This  Iiri-:»n  Standard  which  is  identical  to  lEC  Pub  761-1  (1983)  'Equipment  for  continuously  monitoring 
radioactivity  in  gaseous  effluents  :  Part  1  General  requirements',  issued  by  the  International  Electrotechnical 
Commission  (lEC),  was  adopted  by  the  Bureau  of  Indian  Standards  on  19  September  1989  on  the 
recommendation  of  the  Nuclear  Instrumentation  Sectional  Committee  (LTDC  26)  and  approval  of  the 
Electronics  and  Telecommunication  Division  Council. 

Wherever  the  words  'International  Standard'  appear,  referring  to  this  standard,  they  should  be  read  as 
'Indian  Standard'. 

CROSS  REFERENCE 

In  this  Indian  Standard,  the  following  International  Standards  are  referred  to.  Read  in  their  respective 
places  the  following: 

International  Standard  Corresponding  Indian  Standard 

lEC  Pub  50  International  electrotechnical  vocabulary        IS  1885  (Part  63)  :  1985  ElectrotcchnicaUvocabulary: 

Part    63    Nuclear    Instrumentation 
(Technically  equivalent) 

lEC  Pub  68  Basic  environmental  testing  procedure  IS    9000   Basic   environmental    testing    procedures 

for  electronic  and  electrical  items 
(Technically  ecjoivalent) 

lEC  Pub  181  (1969)  Index  of  electrical  measuring       IS  11600  index  of  Electrical  measuring    apparatus 
apparatus    used    in    connection    with    ionizing  used    in     connection    with    ionizing    radiation 

radiation  by  electrical  means  (Technically  equivalent) 

Only  the  English  language  text  of  the  International  Standard  has  been  retained  while  adopting  it  in  this  Indian 
Standard. 


As  in  the  Original  Standard,  this  Page  is  Intentionally  Left  Blank 
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CHAPTER  I:  GENERAL 
1 .     Scope 

It  is  a  task  of  the  national  authorities  to  define  those  circumstances  where  radioactive 
effluent  monitoring  is  a  mandatory  requirement.  However,  this  standard  defines  acceptable 
forms  of  such  monitoring,  provides  some  general  guidance  as  to  the  possible  sensitivity  and 
capability  of  such  equipment  as  may  be  envisaged  and  indicates  when  and  where  its  uses  may 
be  practicable. 

For  further  guidance,  reference  may  be  made  to  the  I.A.E.A.,  1978,  Safety  Series,  No.  46: 
Recommendations  —  Monitoring  of  airborne  and  liquid  radioactive  releases  from  nuclear 
fagiUties  to  the  environment. 

This*  standard  is  applicable  to  equipment  for  continuously  monitoring  radioactivity  in 
gaseous  effluents  during  normal  operations  and  during  anticipated  operational  occurrences. 
Such  equipment  may,  nevertheless,  function  during  accident  conditions. 

This  standard  may  not  apply  to  equipment  specifically  for  use  in  accident  conditions  and 
which  may  require  additional  capabilities. 

This  standard  is  restricted  to  equipment  for  continuously  monitoring  effluent  streams.  It 
does  not  deal  with  sample  extraction  and  laboratory  analysis  which  may  be  essential  to  a 
complete  programme  of  gaseous  effluent  monitoring. 


2.  Object 

The  object  of  this  standard  is  to  lay  down  mandatory  general  requirements  and  give 
examples  of  acceptable  methods  for  equipment  for  continuously  monitoring  radioactivity  in 
gaseous  effluents. 

It  specifies,  for  the  equipment  described  in  Clause  1,  the  general  characteristics,  general  test 
procedures,  radiation,  electrical,  safety  and  environmental  characteristics  and  the 
identification  and  certification  of  the  equipment. 

3.  Terminology  and  units 

3.1     General  terminology 

The  general  terminology  concerning  detection  and  measurement  of  ionizing  radiation  and 
nuclear  instrumentation  is  given  in  I  EC  Publication  50:  International  Electrotechnical 
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Vocabulary,  Chapter  391:  Detection  and  Measurement  of  Ionizing  Radiation  by  Electric 
Means,  and  lEC  Publication  50,  Chapter  392:  Nuclear  Instrumentation  —  Supplement  to 
Chapter  391,  and  I  EC  Publication  181:  Index  of  Electrical  Measuring  Apparatus  used  in 
Connection  with  Ionizing  Radiation. 


32     Gaseous  effluent  monitor 

In  this  standard  gaseous  effluent  monitor  will  indicate  equipment  intended  for  continuously 
monitoring  radioactivity  in  gaseous  effluents. 

The  different  parts  of  the  equipment  may  conveniently  be  grouped  into  two  assemblies 
which  may  be  associated  or  separated  according  to  the  monitoring  and  operating 
requirements. 

3.2.1  Detection  assembly  or  sampling  and  detection  assembly 

Includes  one  or  more  radiation  detectors  and  associated  sub-assemblies  or  basic  function 
units. 

3.2.2  Control  and  measurement  assembly 

Includes  sub-assemblies  and  function  units  designed  to  measure  quantities  connected  with 
ionizing  radiation  (activity,  absorbed  dose,  dose  rate,  etc.).  The  assembly  is  provided  with 
function  units  for  giving  perceptible  warning  that  the  quantity  being  measured  exceeds  some 
predetermined  Value. 

3.3  Conventionally  true  activity 

The  best  estimate  of  the  true  activity  of  radioactive  sources  used  for  calibration  of 
equipment;  this  value  and  its  uncertainty  shall  be  determined  from  a  secondary  or  a  primary 
standard,  or  by  a  reference  instrument  which  has  been  calibrated  against  a  secondary  or 
primary  standard. 

3.4  Indicated  activity 

The  activity  indicated  by  the  measuring  assembly  under  test. 

3 . 5  Coefficient  of  variation 

The  ratio  K  of  the  standard  deviation  a  to  the  arithmetic  mean  x  of  a  set  of  a?  measurements 
x\  given  by  the  following  formula: 

K=  =  =  :.       / T       S    (^i-^^ 

X      ^  V  «  "  1   /  ^  1 


3.6    Minimum  detectable  activity  (M.D.A.) 

That  activity  giving  an  indication  corresponding  to  three  times  the  standard  deviation  aj 
the  indication  given  by  a  specific  background. 


IS  12761  (  Part  1 )  :  1989 
lEC  Pab  761-1  (  19S3  ) 

3.7  Dynamic  range 

The  ratio  of  the  maximum  measurable  signal  to  the  signal  from  the  minimum  detectable 
activity. 

3 . 8  Error  of  indication 

The  difference  between  the  indicated  activity  and  the  conventionally  true  activity  at  the 
point  of  measurement. 

3.9  Relative  error  of  indication 

The  quotient,  expressed  as  a  percentage,  of  the  error  of  indication  by  the  conventionally 
true  activity. 

3.10  Relative  intrinsic  error 

The  relative  error  of  indication  of  an  assembly  with  respect  to  a  specified  activity  under 
specified  reference  conditions. 

The  relative  intrinsic  error  E,  expressed  as  a  percentage  is  given  by  the  relation: 

eJj^LiAiL  100% 

where: 

A\  =  indicated  activity  level 

Ai  =  conventionally  true  activity  level 

3.1 1  Effective  range  of  measurement 

The  range  of  measurement  within  which  the  requirements  of  this  standard  are  met.That  part 
of  the  rated  range  where  measurements  can  be  made  or  quantities  be  supplied  within  the  stated 
limits  of  error. 

3.12  Response  time 

The  time  delay  between  initial  exposure  of  the  detection  assembly  to  a  given  activity  and 
the  attainment  of  90%  of  the  equilibrium  reading,  or  for  integrating  monitors,  90%  of  the 
equilibrium  value  of  the  first  derivative  of  the  indication,  with  respect  to  time. 


3.13     Units 

This  standard  uses  the  SI  system  of  units*.  For  radiation  quantities  the  values  expressed 
in  units  in  temporary  use  (curie,  rad,  rem)  are  also  indicated  in  brackets.  The  following  units 
of  practical  importance  will  also  be  used  where  appropriate: 

—  for  time:  years,  days,  hours,  minutes; 

—  and  for  energy:  electron-volt. 


Bureau  international  des  poids  el  mesures:  Systeme  international  d'unites  (SI),  third  edition  (1977). 
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3.14     Reference  response 

The  reference  response  Rx^^is  the  response  of  the  assembly  under  standard  test  conditions 
(Table  I)  to  unit  reference  activity  and  is  expressed  by  the  relation: 


^ref  = 


^rs 


where: 

/rs    =  indication  due  to  reference  source 

/b    =  indication  due  to  radiation  background 

^„  =  activity  of  reference  source 


4.     Qualification  tests 


Qualification  tests  are  performed  in  order  to  verify  that  the  requirements  of  a  specification 
are  fulfilled. 

Qualification  tests  are  subdivided  into  type  tests  and  routine  tests. 

4.1  Type  tests  (I.E.V.  151-04-15) 

A  test  of  one  or  more  devices  made  to  a  certain  design  to  show  that  the  design  meets  certain 
specifications. 

4.2  Routine  tests  (I.E.V.  151-04-16) 

A  test  to  which  eac|i  i^jdividual  device  is  subjected  during  or  after  manufacture  to  ascertain 
whether  it  complies  with  certain  criteria. 

4.3  Acceptance  tests  (I.E.V.  151-04-20) 

A  contractual  test  to  prove  to  the  customer  that  the  device  meets  certain  conditions  of  its 
specification. 
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CHAPTER  II:  EFFLUENT  MONITOR  DESIGN 

SECTION  ONE  —  FACTORS  INFLUENCING  CAPABILITY 


5.     General 


The  primary  purpose  of  radioactive  effluent  monitoring  equipment  is,  generally,  to  provide 
assurance  that  the  effluent  discharged  from  each  establishment  conforms  to  the  authorized 
discharge  limits. 

It  may  also  provide  the  users  of  the  establishment  with  data  relevant  to  the  control  of  any 
process  carried  out.  While  this  is  usually  a  secondary  purpose,  in  certain  circumstances 
situations  may  be  envisaged  where  the  detection  of  activities  significantly  below  the  allowed 
discharge  limits  may  give  early  warning  of  plant  malfunction  having  an  economic  rather  than 
a  safety  consequence. 

Irrespective  of  whether  the  proposed  effluent  monitoring  is  intended  to  meet  the 
requirements  of  the  responsible  authority  or  is  principally  to  provide  control  information  to 
the  user,  the  most  likely  requirement  is  the  capabiUty  to  measure  a  defined  level  of  discharge. 

This  capability  is  affected  by  a  number  of  factors  including  detector  type  and  performance, 
mode  of  operation  of  monitor,  dilution  of  activity  in  overall  effluent  stream,  and  effectiveness 
of  sampling  system  (where  part,  not  all,  of  the  effluent  stream  is  actually  measured). 

Of  the  various  factors  involved,  it  is  obviously  possible  to  optimize,  at  a  very  late  stage,  the 
detailed  monitor  design,  but  often  not  enough  thought  is  given,  early  in  plant  design,  to  the 
possible  monitoring  requirements  and  how  the  overall  effluent  system  should  be  arranged  so 
as  to  allow  effective  monitoring  at  the  sensitivity  level  required.  Thus,  for  maximum 
performance  capability,  it  is  recommended  that,  early  in  the  design  of  any  plant,  the  need  for 
and  the  necessary  performance  of  monitoring  equipment  be  identified  and  the  plant  design 
influenced  as  necessary  to  achieve  the  requirements. 


Types  of  measurement 

Three  main  types  of  gaseous  effluent  monitoring  are  envisaged  and  are  dealt  with  in  detail 
in  the  other  parts  of  this  standard.  However,  the  following  summary  highhghts  some 
significant  features. 

Aerosol  monitors 

Such  equipment  generally  includes  some  means  of  collection  on  a  sampling  medium  such 
as  a  filter  paper  or  tape  which  is  monitored  by  a  suitable  detection  assembly.  The  detector 
chosen  shall  be  appropriate  to  the  particular  radioactivity  of  interest  and  consistent  with  the 
performance  requirements  of  1  EC  Publication  761-2:  Equipment  for  Continuously 
Monitoring  Radioactivity  in  Gaseous  Effluents,  Part  2:  Specific  Requirements  for  Aerosol 
Effluent  Monitors. 


IS  12761  (Parti)  :  1989 
lEC  Pub  761 1  (  1983  ) 

6.2     Noble  gas  activity  monitors 

This  type  of  monitor  may  be  designed  to  assess  either  individual  nudides  or  gross  noble  gas 
activity  discharged  and  is  more  likely  to  measure  the  activity  actually  in  the  gas  stream  using 
a  suitable  locally  mounted  detector.  However,  as  discussed  later  in  this  standard,  special 
requirements  of  particular  circumstances  may  lead  to  the  use  of  sampling  techniques.  The 
special  design  requirements  are  defined  in  I  EC  Publication  761-3:  Equipment  for 
Continuously  Monitoring  Radioactivity,  Part  3:  Specific  Requirements  for  Noble  Gas 
Effluent  Monitors. 


6.3     Specific  nuclide  monitors 

Such  monitors  may  be  required  for  a  number  of  nuclides,  but  more  comriionly  are  used  for 
iodine  and  tritium. 

In  the  first  case,  the  active  material  may  well  be  in  vapour  form  and  a  sampling  and 
monitoring  technique  similar  to  that  for  aerosols  is  appropriate,  although  the  filter  medium 
and  detector  system  will  be  specific  to  the  particular  problem. 

In  the  second  case  a  specialized  form  of  gaseous  monitor  is  usually  provided  which  generally 
involves  careful  measurement  of  a  representative  fraction  of  the  effluent  stream. 

This  type  of  equipment  is  covered  by  I E  C  Publications  76 1  -4 :  Equipment  for  Continuously 
Monitoring  Radioactivity  in  Gaseous  Effluents,  Part  4:  Specific  Requirements  for  Iodine 
Monitors,  and  761-5:  Part  5:  Specific  Requirements  for  Tritium  Effluent  Monitors. 


1.     Position  of  measurement 

The  level  of  activity  in  effluent  which  may  be  measured  by  any  monitoring  equipment  is 
dependent  on  the  detector  location. 

Where  the  activities  being  assessed  derive  from  a  well-defined  source,  belter  sensitivity  in 
terms  of  activity  discharge  is  achieved  by  monitoring  the  effluent  locally,  prior  to  dilution  in 
the  effluent  stream.  Consideration  must  be  given  to  the  advantage  to  be  gained  by  use  of 
multiple  monitoring ej^uipment  compared  to  a  single  monitor  which  would  give  a  lower  ovennl 
sensitivity  in  terms  of  activity  discharge. 

However,  monitoring  of  the  effluent  locally  (near  the  source)  prior  to  dilution  by  the  effluent 
stream,  although  it  may  provide  better  detection  sensitivity  in  terms  of  activity  discharge,  may 
lead  to  a  significant  overestimation  of  effluent  releases  because  of  losses  of  acti>  ity  due  to  plate- 
out  in  the  effluent  exhaust  system.  This  is  particularly  true  for  radionuchdcs  :  *  iodine  and 
ruthenium,  depending  on  their  chemical  form. 

Another  option  to  be  considered  is  whetb^^r  to  measure  the  actual  discharge  )uie  for  activity 
or  to  remove  a  smaller  sample  to  a  remote  monitor  position.  Locating  the  detector  in  or 
adjacent  to  the  effluent  stream  may,  in  some  cases,  have  the  advantage  of  slightly  better 
sensitivity  in  terms  of  activity  discharge.  For  example,  in  the  case  of  a  gross  gas  activity 
monitor  the  detector  can  be  immersed  in  an  almost  'Infinite"  gas  cloud.  In  this  case,  it  may 
be  difficult  to  define  the  actual  geometry  of  the  source  and  detector  combination,  but  the 
complication  of  obtaining  a  representative  sample  from  the  effluent  stream  is  avoided.  On  the 
other  hand,  drawing  a  fractional  sample  from  the  gas  stream  allows  the  detection  assembly 
to  be  located  in  a  more  controlled  environment.  As  well  as  providing  an  improved  general 
environment,  the  effects  of  interfering  background  activity  may  be  minimized  by  location  in 
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low  background  radiation  areas.  The  effects  of  any  particulate  activity  on  the  reading  of  a  gas 
monitor  may  be  minimized  by  the  use  of  sample  line  filtration.  In  addition,  with  the  greater 
choice  of  location,  more  complex  monitoring  techniques  may  become  practicable. 


If  a  sampling  technique  is  used,  special  care  shall  be  taken  to  provide  a  fully  representative 
sample  of  the  main  effluent  stream  for  the  actual  monitoring  equipment. 

The  principles  involved  in  obtaining  a  representative  sample  are  not  part  of  this  standard 
but  are  covered  in  other  standards  (e.g.  ISO  Standard  2889).  However,  the  following 
characteristics  shall  be  considered  and  agreed  between  user  and  manufacturer: 


—  selection  of  optimal  location  for  the  sampling  pipes  and  optimal  number  of  nozzles; 

—  internal  diameter  of  pipes; 

—  finish  of  internal  surfaces; 

—  radius  of  curvature  and  direction  changes; 

—  connections; 

—  nature  of  constructional  material  used; 

—  means  of  connection  to  external  pipes; 
~~  one  or  more  sampHng  lines  in  parallel. 

In  many  cases  the  effluent  streams  sampled  will  be  at  elevated  temperatures  and  pressures. 
It  may  be  appropriate,  therefore,  to  operate  the  monitoring  equipment  detector  assembly 
under  similar  conditions  and  this  shall  be  taken  into  account  in  the  design  of  the  equipment. 
More  usually,  however,  it  will  be  appropriate  to  condition  the  sample,  as  part  of  the  sampling 
procedure,  so  that  the  detection  assembly  operates  at  normal  ambient  pressure  and  less 
elevated  temperatures.  The  design  of  such  conditioning  equipment  is  not  covered  by  this 
standard,  but  the  manufacturer  and  purchaser  shall  consider  what  equipment  is  necessary  for 
particular  plant  and  monitor  combinations  and  satisfy  themselves  that  it  does  not  materially 
degrade  the  quality  of  the  sample  passing  through  the  detector  assembly,  in  particular  by  prior 
removal  of  the  activity  to  be  measured. 


8.     Concentration  of  activity 

Where  direct  measurement  of  the  effluent  stream,  or  a  representative  sample  thereof,  proves 
to  be  impracticable  at  the  desired  level,  various  techniques  may  be  considered  for 
concentration  of  the  activity  prior  to  measurement.  In  general,  such  techniques  are 
impracticable  for  true  continuous  measurement  but  can  be  used  for  a  quasi-conlinuous 
measurement  where  the  activity  is  concentrated  for  a  period  prior  to  measurement  and  the 
concentration/measurement  cycle  continuously  repeated. 

The  most  obvious  of  such  techniques  is  the  concentration  of  aerosols,  vapours  and  noble 
gases  on  a  sampling  medium  which  is  subsequently  measured  for  activity.  The  filter  medium 
may  be  automatically  changed  following  collection  and  could  be  in  the  form  of  a  tape,  or 
possibly  a  volume  of  absorbant  granules  in  a  suitable  contaming  system,  arranged  so  that  a 
sample  is  measured  while  the  next  sample  is  collected. 
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SECTION  TWO  —  GENERAL  REQUIREMENl  S 


9.     General 


Bearing  in  mind  the  factors  discussed  in  Section  One  and  the  wide  range  of  requirements 
existing  for  effluent  monitors,  it  is  not  reasonable  to  provide  a  comprehensive 
recommendation  for  every  specific  possible  gaseous  effluent  monitor  equipment.  Nevertheless, 
the  following  requirements  represent  general  principles  which  shall  be  followed  for  whatever 
detailed  design  is  evolved  by  a  manufacturer  to  meet  the  specific  requirements  of  each 
particular  application.  Requirements  more  appropriate  to  particular  monitoring  equipment 
are  given  in  the  other  parts  of  this  standard. 

Equipment  shall  be  designed  so  as  to  limit  as  far  as  possible  any  undesirable  response  to 
electromagnetic  and  ionizing  radiations  other  than  those  actually  being  measured. 


10.     Measurement  and  indication  characteristics 

10.1     Reading  scale 

10. 1 . 1  The  reading  scale  shall  be  graduated  in  units  appropriate  to  the  measurement  technique  and 
shall  be  agreed  between  manufacturer  and  user.  It  is  desirable  that  the  indication  should  be 
of  actual  activities  discharged  when  an  unambiguous  cahbration  in  terms  of  such  activities 
exists.  In  the  absence  of  such  a  calibration  it  is  preferable  for  the  indication  to  be  in  units  of 
directly  measured  quantities,  e.g.  amperes,  counts  per  second. 

10.1.2  The  choice  between  logarithmic  and  Hnear  scales  and  the  total  effective  range  of  measure- 
ment shall  be  appropriate  to  the  purpose  of  the  equipment  and  shall  be  agreed  between 
manufacturer  and  user.  In  general,  at  least  three  decades  of  measurement  are  required. 

In  the  case  of  assemblies  provided  with  essentially  hnear  scales,  it  shall  be  possible  to  change 
the  range  of  measurement  in  such  a  way  that  the  scaling  factor  does  not  exceed  10;  it  should 
be  preferably  a  factor  of  approximately  3. 

In  cases  where  the  application  is  such  as  to  give  rise  to  large  variations  in  reading,  manual 
switching  between  ranges  shall  not  be  used  except  by  special  agreement. 

In  the  case  of  automatic  change  of  scale,  an  indication  of  the  range  in  use  shall  be  provided. 


10.2     Range  of  measurement 

For  assemblies  with  linear  scales,  the  effective  range  of  measurement  shall  be  between  10^/) 
and  100%  of  each  range. 

For  assemblies  with  logarithmic  scale,  the  effective  range  shall  be  between  one-third  of  the 
least  significant  decade  and  full  scale. 

For  assemblies  with  digital  indication,  the  effective  range  shall  be  from  the  start  of  the 
second  least  significant  decade  (i.e.  two  digits  indicated)  to  the  full  range  of  indication 
available. 
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10.3     Minimum  detectable  activity 


The  required  minimum  detectable  activity  depends  on  the  particular  application  and  is 
subject  to  local  regulations  and  plant  design.  It  shall,  therefore,  be  agreed  between 
manufacturer  and  user.  Irrespective  of  the  value  agreed,  the  manufacturer  shall  specify  the 
achievable  minimum  detectable  activity  (M.D.A.)  for  nuclides  of  interest,  as  a  function  of  the 
ambient  gamma  background  at  the  detector  assembly. 


1 1 .     Reliability 

All  equipment  shall  be  designed  to  a  high  standard  of  reliability  and  satisfactory  evidence 
shall  be  provided  that,  subject  to  appropriate  planned  maintenance,  the  equipment  has  a  mean 
time  between  failures  (M.T.B.F.)  of  at  least  20000  h.  Where  the  basis  of  the  M.T.B.F.  figure 
is  a  theoretical  assessment,  the  basic  data  used  shall  be  agreed  between  the  manufacturer  and 
user. 

The  manufacturer  shall  specify  the  periods  between  the  necessary  routine  maintenance 
operations,  and  describe  fully  each  maintenance  procedure.  These  maintenance  requirements 
shall  be  kept  to  the  minimum  practicable. 

Wherever  possible,  the  equipment  shall  be  designed  to  'Tail  safe"  so  that  interruption  of 
power  supplies  or  component  failure  causing  loss  of  indication  will  result  in  actuation  of  a 
trip  circuit. 


12.     Air  (or  gas)  flow  characteristics 

12.1     Pump 

Where  an  air  (or  gas)  pump  is  an  integral  part  of  any  assembly,  the  following  requirements 
shall  be  met: 

12.1.1  The  air  (or  gas)  pump  shall  be  placed  downstream  from  any  filter  or  measuring  unit. 

12.1.2  The  air  (or  gas)  pump  shall  be  capable  of  continuous  operation  between  scheduled 
maintenance  operations.  The  frequency  of  maintenance  operations  shall  be  agreed  between 
manufacturer  and  user,  but  generally  shall  be  not  more  frequent  than  once  every  three  months. 
Air  (or  gas)  pumps  fitted  with  commutator  electrical  motors  shall  not  be  used.  The  design  shall 
provide  for  ease  of  access  to  the  pump  and  its  replaceable  parts. 

12. 1 .3  The  air  (or  gas)  pump  shall  be  fitted  with  necessary  pressure  and  temperature  safety  devices 
to  protect  it  against  any  abnormal  temperature  or  pressure  increase.  The  operation  of  any  such 
safety  device  shall  be  indicated  to  the  user  by  a  suitable  failure  alarm. 

12.1.4  The  air  (or  gas)  pump  shall  allow  a  total  air  (or  gas)  flow  adequate  for  the  measurement 
method.  Where  the  measurement  technique  is  sensitive  to  flow  rate,  the  pump  shall  be  of  the 
constant  displacement  type,  so  that  the  flow  is  only  slightly  aflected  by  the  variation  of 
pressure  drops  in  the  circuit.  If  not,  the  measurement  technique  shall  be  of  the  integrated  flow 
type. 
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12.2  Flow  control 

If  constant  displacement  pumps  are  not  fitted,  a  flow-rate  control  device  shall  be  provided 
which  has  a  flow-rate  adjustment  range  sufficient  to  allow  for  variations  in  the  intrinsic 
characteristics  of  the  air  (or  gas)  pump  and  any  filters  used. 

12.3  Flow  measurement 

A  flow-rate  meter  of  the  direct  reading  type  and  suitable  flow  alarms  shall  be  provided  for 
warning  of  any  excessive  variation  of  flow.  The  air  (or  gas)  flow-rate  shall  be  measured  after 
the  filter  unit.  Whatever  the  actual  measurement  conditions,  the  air  (or  gas)  flow  rate  shall 
be  expressed  in  SI  units  of  volume  per  unit  time  at  20  ""C  and  101.3  kPa. 


13.     Alarms 

The  alarm  and  indication  facihties  shall  be  appropriate  to  the  purpose  of  the  equipment  and 
shall  be  agreed  between  manufacturer  and  user. 

All  alarm  circuits  shah  give  separate  local  visual  indication  on  the  monitor  and  also  operate 
two  sets  of  changeover  contacts  (which  may  be  common  for  all  fault  alarms)  for  use  with 
external  alarms  rated  at  260  V  a.c./d.c.  1  A  for  maximum  resistive  load  of  100  W.  Audible 
alarms  may  be  provided  in  addition. 

All  alarm  functions  shall  be  provided  with  test  facilities  to  allow  checking  of  alarm 
operation.  In  the  case  of  adjustable  alarms,  checking  shall  be  possible  over  the  range  of 
adjustment  with  indication  of  the  actual  alarm  operation  point. 

Alarm  circuits  shall  be  operable  either  to  hold  an  alarm  condition  until  specifically  reset  by 
a  reset  control  or  to  auto-reset  when  the  alarm  state  disappears.  The  two  modes  of  operation 
shall  be  available  by  simple  modification  on  all  equipment. 

The  following  facilities  shall  normally  be  provided: 

13.1     High  level  alarms 

Two  adjustable  alarm  points  covering  at  least  10%  to  90%  of  scale  reading  (linear  scales) 
and  from  50%  of  the  lowest  decade  to  90%  of  the  highest  decade  (logarithmic  scales). 


13.2     Low  level  alarm 

An  alarm  operable  over  the  lowest  10%  of  scale  reading  (Hnear  scales)  or  over  the  whole 
of  the  lowest  decade  (logarithmic  or  digital  scales),  which  may  form  part  of  a  failure  alarm 
system  by  indicating  loss  of  background  count  rate. 


13.3     Fault  alarms 

13.3.1     An  alarm  that  indicates  as  many  electronic  circuit  or  mechanical  system  faults  as  possible. 
Wherever  reasonably  practicable,  separate  indication  of  the  source  of  the  fault  shall  be  given. 
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13.3.2    Alarms  to  indicate  loss  of  essential  services  (e.g.  detector  coolant  flow)  or  a  low  level  in  an 
essential  coolant  reservoir. 


14.    Indication  facilities 

In  addition  to  the  visual  display  of  the  measured  value,  operational  indication  shall  be 
provided  on  the  equipment  for  the  following: 

—  power  on; 

—  air  (or  gas)  pump  on,  if  appropriate; 

—  detector  voltage  supply  on; 

—  detector  coolant  flow  and/or  reservoir  level; 

—  equipment  in  fault-free  conditions  —  no  fault  alarm  operated. 

Where  air  (or  gas)  flows  through  the  equipment,  then  suitable  flow  metering  indication  shall 
be  provided. 

An  output  shall  be  provided  permitting  remote  indication  and  capable  of  operating  one  or 
more  of  the  following  devices: 

—  galvanometer; 

—  potentiometric  recorder; 

—  tape  recorder; 

—  printer  or  punch  machine; 

—  computer. 

i3.    Facilities  for  operational  testing 

Facilities  shall  be  provided  to  allow  the  user  to  carry  out  periodic  checks  of  the  satisfactory 
operation  of  the  assembly,  including  calibrations  and  verification  of  scale  linearity.  These 
facilities  shall  normally  be  installed  so  as  to  allow  the  checks  to  be  carried  out  from  the  control 
and  measurement  assembly. 

It  shall  be  possible  to  check  the  caHbration  of  the  assembly  at  two  representative  points  on 
the  measurement  range.  For  example,  in  the  case  of  a  logarithmically  scaled  assembly  at 
approximately  25%  and  75%  of  scale  angular  deflection. 

This  check  shall  be  carried  out  using  a  suitable  radioactive  source  in  order  to  check  at  least 
one  point.  The  second  calibration  point  may  be  checked  electronically. 

16.     Setting-up  and  maintenance  facilities 

All  electronic  equipment  shall  be  provided  with  sufficient  easily  accessible  identified  test 
points  to  facilitate  setting-up  and  fault  location,  together  with,  where  necessary,  maintenance 
aids  such  as  extension  printed  wiring  boards  and  jumper  leads.  Any  special  maintenance  tools 
and  a  satisfactory  maintenance  manual  shall  be  supplied. 

The  design  of  all  equipment  shall  be  such  as  to  facilitate  ease  of  repair  and  maintenance. 


13 


IS  12761  (  Part  1 )  :  1989 
lEC  Pub  761-1  ( 19«3  ) 

17.     Detection  assembly  (or  sampling  and  detection  assembly) 

The  assembly  includes  essentially  the  following  sub-assembly  or  function  units. 

One  or  more  radiation  detectors  and,  where  appropriate,  one  or  more  of  the  following  sub- 
assemblies and  functional  units: 

—  sampling  and  exhaust  pipes; 

—  pipes  or  other  devices  for  decay  of  short-lived  interfering  gaseous  nuclides; 

— ^  facilities  for  drawing  samples  for  laboratory  analysis  and  for  calibration  tests  with  active 
gases; 

—  detector  cooling  devices; 

—  sample  cell; 

—  aerosol  retention  device; 

—  filter  moving  device; 

-  ambient  gamma  radiation  protection  devices;  \ 

—  air  (or  gas)  flow  rate  monitoring  and  control  devices; 

—  air  (or  gas)  pump. 

The  detection  assembly  or  the  sampling  and  detection  assembly,  shall  be  constructed  in  such 
a  manner  that  the  build-up  of  contamination  is  reduced  as  much  as  possible  and  shall  be 
designed  to  facilitate  decontamination  when  this  becomes  necessary.  External  surfaces  shall 
be  specially  treated  to  permit  decontamination. 

Where  appropriate,  the  design  of  the  activity  retention  assembly  shall  be  such  as  to  minimize 
by-passing  of  the  collecting  medium.  Under  some  circumstances,  the  efTlucnt  stream  may 
contain  an  explosive  mixture  of  gases.  Where  this  may  occur,  the  assembly  shall  be  designed 
to  prevent  the  possibility  of  ignition  of  the  effluent  by  the  instrumentation. 

The  effluent  may  also  contain  noxious  and  corrosive  chemical  vapour  cuid  special 
arrangements  will  be  required  to  protect  measuring  systems. 

Where  detector  cooling  or  other  services  are  provided  from  a  local  reservoir,  these  shall  not 
require  service  attention  or  recharging  more  frequently  than  every  eight  days. 


18      Control  and  measurement  assembly 

The  control  and  measurement  assembly  includes  essentially  ihe  following  parts: 
electrical  control  and  energy  supply  sub-assemblies; 
electrical  measuring  sub-assemblies; 
measurement  display  unit; 
—  warning  signals  and  alarm  units. 

The  assembly  may  be  associated  with  a  central  radiation  display  panel.  In  this  case  it  shall 
be  capable  of  being  installed  in  electronic  racks  of  standard  dimensions. 
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19.    Ambient  gamma  radiation  protection  devices 


These  devices  are  provided  in  order  to  reduce  the  effect  of  the  ambiept  gamma  radiation 
on  the  measurement.  They  are  of  two  types: 

—  shielding  devices; 

—  electronic  devices. 

Either  or  both  types  of  protection  device  may  be  incorporated,  as  appropriate  to  the  overall 
system  design. 

Shielding  shall  give  a  virtually  identical  radiation  attenuation  in  ail  directions  seen  from  the 
sensitive  volume  of  the  detector,  taking  into  account  the  structural  materials  of  the  detection 
assembly,  and  the  angular  response  of  the  detector.  The  thickness  of  the  shield  shall  be 
determined  taking  into  account  the  detection  efficiency  of  the  detector. 

If  the  equipment  cannot  easily  be  removed  from  the  shielding,  such  shielding  shall  be  easily 
removable,  and  shall  therefore  be  constructed  of  juxtaposable  and  overlapping  elements 
having  a  mass  of  15  kg  or  less,  unless  otherwise  agreed  between  manufacturer  and  user. 

When  electronic  techniques  incorporating  additional  detectors  are  used  to  reduce  the  effect 
of  background,  these  detectors  shall  be  chosen  and  located  to  give  the  best  practicable 
compensation,  taking  account  of  the  range  of  gamma  energies  and  the  direction  of  the 
radiation. 


20.    Acoustic  noise  level  of  the  assembly 

Acoustic  noise  level  of  the  assembly  mainly  arises  from  the  sampling  and  detection  sub- 
assembly and  more  particularly  from  the  operation  of  the  air-duct  system  and  the  resultant 
vibration. 

The  manufacturer  shall  select  the  components  and  shall  design  the  assembly  so  that  the 
acoustic  noise  level  shall  comply  with  ISO  standards  and  shall  state  for  which  type  of 
environment  the  assembly  is  provided. 


21 .     Electrical  interference 

All  necessary  precautions  shall  be  taken  against  the  effects  of  electrical  interference. 
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CHAPTER  ffl:  TEST  PROCEDURES 


22.    General  test  procedures 

General  test  procedures  applicable  to  all  types  of  monitors  are  covered  in  this  standard. 
Except  where  otherwise  specified,  these  are  to  be  considered  as  type  tests,  although  any  or  all 
may  be  considered  as  acceptance  tests  by  agreement  between  manufacturer  and  user.  The 
stated  requirements  are  miiirmum  requirements  and  may  be  extended  for  any  particular 
equipment  or  function. 

Detailed  test  procedures  will  vary  in  accordance  with  the  particular  characteristics  of  each 
type  of  monitor  and  specialized  test  requirements  are  given  in  the  relevant  standard  dealing 
with  each  type  of  effluent  monitor. 

Standard  test  conditions  are  defined  in  Table  I. 

The  tests  described  in  this  standard  may  be  classified  according  to  whether  they  are 
performed  under  standard  test  conditions  or  under  other  conditions. 

1^.     Tests  performed  under  standard  test  conditions 

Tests  performed  under  standard  test  conditions  are  listed  in  Table  II  which  indicates,  for 
each  characteristic  under  test,  the  requirements  according  to  the  sub-clause  where  the 
corresponding  test  method  is  described. 


21.    Tests  performed  with  variation  of  influence  quantities 


The  object  of  tfiese  tests  is  to  determine  the  effects  of  variations  of  the  influence  quantities. 
In  order  to  facihtate  the  execution  of  these  tests,  they  are  grouped  into  two  categories: 

—  tests  relating  to  the  air  or  gas  circuit; 

—  tests  relating  to  the  measurement,  alarm  and  indication  devices. 

These  two  categories  of  tests  are  carried  out  independently  of  each  other. 

In  order  to  check  the  effects  of  the  variation  of  each  influence  quantity  listed  iii  Tables  ill 
and  IV,  all  the  other  influence  quantities  shall  be  maintained  within  the  limits  of  the  standard 
test  conditions  given  in  Table  I,  unless  there  are  other  requirements. 

In  order  to  simplify  these  tests,  for  each  individual  influence  quantity,  only  u  single  type  test 
need  be  performed.  This  test  shall  measure  the  effect  of  the  specified  change  of  influence 
quantity  for  activity  levels  of  approximately  50%  of  any  range  or  decade  except  the  most 
sensitive  range  or  decade. 

The  tests  relating  to  the  measurement,  alariu  and  indication  units  are  shown  in  Table  111 
with  the  range  of  variation  of  each  influence  quantity  and  the  limits  of  the  corresponding 
variations  of  the  indication  of  the  assembly. 

The  tests  of  the  air  or  gas  circuit  are  shown  in  Table  IV  with  the  range  of  variation  of  each 
influence  quantity  and  the  limits  of  the  corresponding  variations  of  the  parameters  under  test. 
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25.    Statistics!  fluctuations 


For  any  test  involving  the  use  of  radiation,  if  the  magnitude  of  the  statistical  fluctuations 
of  the  indication  arising  from  the  random  nature  of  radiation  alone  is  a  significant  fraction 
of  the  variation  of  the  indication  permitted  in  the  test,  then  sufficient  readings  shall  be  taken 
to  ensure  that  the  mean  value  of  such  readings  may  be  estimated  with  sufficient  precision  to 
demonstrate  compHance  with  the  test  in  question. 

The  interval  between  such  readings  shall  be  at  least  three  times  the  response  time  in  order 
to  ensure  that  the  readings  are  statistically  independent. 


26.    Performance  characteristics 

26.1     Reference  response 

26. 1 . 1  Requiremeni:s 

The  manufacturer  shall  state  the  relationship  between  the  indication  given  by  the  m.easur!ng 
assembly  and  the  activity  of  the  reference  source  when  the  equipment  is  operated  und^r 
standard  test  conditions  and  set  up  as  defined  by  the  m.anufacturer. 

26.1.2  Test  method 

The  assembly  shall  be  operated  under  standard  test  conditions  and  set  up  as  defined  by  the 
manufacturer  with  no  reference  radiation  present.  The  background  indication  shall  be  noted. 
T}  assembly  shall  then  be  "exposed"  to  an  appropriate  reference  source  sufficient  to  give  a 
reading  approximately  at  the  mid  point  of  a  scale  or  decade  above  the  lowest  scale  or  decade. 
The  value  of  /?ref  shall  be  computed  as  defined  in  Sub-clause  3.14. 


26.2    Accuracy  of  response  to  appropriate  activity 

The  overall  response  characteristics  of  any  gaseous  effluent  monitor  will  depend  on  luciny 
factors  peculiar  to  each\equipment  installation.  Some  of  the  factors  specific  to  each  type  of 
monitor  are  discussed  in  the  relevant  standard,  but  the  basic  requirements  for  the  detector  and 
the  electronic  performance  are  given  in  this  standard. 

The  requirements  and  specified  tests  relate  to  equipment  performance  using  appropriate 
prepared  test  sources  which  shall  be  related  to  the  actual  activities  to  be  measured.  Standards 
of  accuracy  of  relationship  of  test  source  to  activity  discharge  quantities  will  vary  with  monitor 
apphcation  and  are  discussed  in  the  relevant  parts  of  the  standard. 

The  standard  of  preparation  of  test  sources  used  in  the  required  tests  shall,  however,  be  such 
that  the  uncertainty  in  the  conventionally  true  activity  of  each  source  in  absolute  terms 
(^sa)  is  better  than  10%  and  the  uncertainty  in  the  conventionally  true  activity  between 
sources  of  the  same  test  set  (£sr)  is  better  than  5%.  The  test  sources  shall  be  traceable  to  a 
recognized  standards  laboratory. 
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26.2. 1  Requirements 

Under  standard  test  conditions,  with  the  cahbration  controls  adjusted' according  to  the 
manufacturer's  instructions,  the  relative  intrinsic  error  shall  not  exceed  the  value  derived  from 
the  limits  given  in  Table  II  over  the  whole  of  the  effective  range  of  measuremejit  as  specified 
in  Sub-clause  10.2. 

26.2.2  Test  source  activity 

The  test  shall  be  performed  with  sources  of  activity  appropriate  to  the  equipment  concerned. 

More  than  one  reference  activity  source  will  be  required  in  order  to  cover  the  complete 
effective  range  of  activities  indicated  by  the  measuring  assembly.  The  relative  activities  of  the 
sources  used  shall  be  such  that  an  appropriate  indication  is  obtained  in  each  range  (for 
assemblies  with  linear  scales)  or  each  decade  (for  assemblies  with  logarithmic  scales). 

26.2.3  Tests  to  be  performed 

A  type  test  shall  be  carried  out  on  at  least  one  assembly  of  the  series  and  one  routine  test 
shall  be  performed  on  each  assembly. 

26.2.4  Test  method 

A  certain  number  of  routine  source  tests  are  required  under  both  type  test  and  routine  test 
requirements.  These  are  specified  below.  The  remaining  test  requirements  may  be  carried  out 
using  sources,  but,  in  ordSr  to  limit  the  num-ber  of  sources  required,  these  tests  may 
alternatively  be  carried  out  electronically.  In  the  latter  case,  the  electronic  assembly  without 
the  detector  is  tested  by  injection  of  suitable  electronic  signals  into  the  norm^al  input  point  of 
the  assembly.  The  value  of  the  injected  signals  shall  be  known  to  the  same  accuracy  as  defined 
for  the  test  sources. 

Method  A  —  Type  test 

For  assemblies  with  essentially  linear  scales  the  source  test  shall  be  performed  for  at  least 
one  point  on  each  range:  at  about  25%  of  the  lowest  range,  75%  of  the  highest  range  and 
about  50%  of  the  other  ranges.  Source  or  electronic  tests  shall  be  carried  out  at  about  25%, 
50%  and  75%  of  each  range.  For  assemblies  with  non-Hnear  scales  the  source  test  shall  be 
performed  at,  at  least  one  point  at  approximately  50%  of  each  decade  except  the  highest  where 
the  test  should  be  at  about  75%.  Source  or  electronic  tests  shall  be  carried  out  at  25%,  50% 
and  75%  of  each  decade. 


Method  B  —  Routine  test 

For  assemblies  with  linear  scales,  the  source  test  shall  be  performed  at  least  on  one  point 
on  the  most  sensitive  range  and  on  one  point  on  the  least  sensitive  range,  at  about  50%  of 
full-scale  deflection.  Source  tests  or  equivalent  electrical  tests  shall  be  performed  for 
corresponding  values  on  all  the  intermediate  ranges. 

For  assemblies  v/ith  non-Unear  scales,  the  source  test  shall  be  perform.ed  at  least  on  one 
point  on  the  first  decade  and^on  one  point  on  the  last  decade.  Source  tests  or  equivalent 
electrical  tests  snail  be  performea  on  one  point  on  all  the  interm.ediate  decades. 


18 


IS  12761  (  Part  1 )  :  1989 
lEC  Pub  76M  (  19S3  ) 

26.2.5    Expression  of  results 

The  requirements  of  Sub-clause  26.2.1  may  be  considered  to  be  met  if: 

a)  the  difference  between  any  of  the  observed  values  of  E  (relative  intrinsic  error)  does  not 
exceed  2{Ei  +  £sr); 

b)  no  single  observed  value  of  E  exceeds  (fj  +  e^p^. 

where: 

£1    =  required  accuracy  of  indication  (%),  given  in  Table  II 

^SA  ==  absolute  uncertainty  of  conventionally  true  activity  of  the  test  source  (%) 

£SR  =  relative  uncertainty  of  activity  of  the  test  source  to  other  sources  in  the  test  set  (%) 

26.3    Effect  of  other  radiations 

When  the  assembly  is  used  for  measuring  one  type  of  activity,  other  activities  present  may 
affect  the  reading.  The  extent  to  which  this  effect  is  present  and  is  acceptable  will  depend  on 
the  application  and  the  form  of  the  assembly  and  shall  be  specified  for  each  type  of  application. 


26.4    Response  to  ambient  gamma  radiation 

26  A.  1     Requirements 

Since  there  is  generally  a  relationship  between  the  response  to  ambient  gamma  radiation 
and  the  minimum  detectable  activity,  and  the  requirement  for  both  depends  on  the  particular 
plant  application,  the  response  of  the  assembly  to  gamma  radiation,  as  well  as  the  minimum 
detectable  activity,  shall  be  agreed  between  manufacturer  and  user. 

The  manufacturer  shall  state  the  minimum  detectable  activity  (as  defined  in  Sub-clause  3.6) 
under  standard  test  conditions.  The  manufacturer  shall  also  state  the  minimum  detectable 
activity  and  the  maximum  value  of  the  reading  (apparent  activity)  of  the  measurement 
assembly,  when  the  detector,  fitted  with  its  ambient  gamma  radiation  protection  devices,  is 
exposed  in  a  geometry  specified  by  the  manufacturer  to  an  external  gamma  dose  rate  of 
10  nGy.h"  ^  (1  mrad.h"  ^)  due  to  ^^"^Cs.  Unless  otherwise  specified  by  manufacturer  and  user, 
the  response  to  gamma  exposure  from  any  other  direction  and  of  any  gamma  energy  up  to 
approximately  1.3  MeV  (***Co)  shall  not  exceed  twice  that  value. 


26.4.2     Test  method 

The  equipment  shall  be  operated  under  standard  test  conditions  with  no  radioactive  source 
present  and  the  "background"  indication  shall  be  determined.  The  minimum  detectable 
activity  shall  be  computed  and  shall  conform  to  the  manufacturer's  specifications. 

Next,  using  a  ^^'^Cs  source,  position  the  source  relative  to  the  detector  so  that  the  source 
to  detector  distance  is  at  least  2  m  and  the  conventionally  true  absorbed  dose  rate  in  air  at 
the  detector  position,  with  the  assembly  absent,  is  equal  to  10  ^iGy.h"'  ±  10%.  The 
orientation  of  the  detector  in  relation  to  the  source  shall  be  as  specified  by  the  manufacturer. 
Under  these  conditions,  the  reading  of  the  measuring  assembly  shall  not  exceed  the  value 
specified. 

The  detector  shall  also  be  exposed  in  a  number  of  other  source  to  detector  orientations,  as 
agreed  between  manufacturer  and  user.  The  reading  of  the  measurement  assembly  in  each  case 
shall  not  exceed  the  value  specified. 
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Using  alternative  gamma  radiation  sources,  agreed  between  manufacturer  and  user,  repeat 
the  source  test  above,  with  the  reference  source  to  detector  orientation.  The  reading  of  the 
measurement  assembly  shall  not  exceed  the  value  specified. 

26.5    Overload  test 

26.5. 1  Requirements 

Unless  otherwise  agreed  between  manufacturer  and  user,  the  equipment  shall  maintain  full 
scale  indication  when  "exposed"  to  an  appropriate  form  of  activity  ten  times  greater  than  that 
necessary  to  give  the  maximum  scale  reading,  and  perform  normally  when  this  overload 
"exposure"  is  removed. 

26.5.2  Method  of  test 

a)  Subject  the  detector  assembly  to  an  appropriate  source  of  activity  to  give  a  reading  at 
approximately  50%  of  the  first  scale  or  decade;  note  the  actual  reading. 

b)  Subject  the  detector  assembly  to  an  appropriate  form  of  activity  ten  times  greater  than  that 
necessary  to  produce  the  m.aximum.  scale  reading.  Maintain  the  exposure  for  at  least 
10  min  and  verify  that  the  instrument  maintains  a  maximum  reading. 

c)  Remove  the  source  of  activity  and  after  a  period  to  be  agreed  between  manufacturer  and 
user,  but  generally  of  no  more  than  1  h,  expose  the  detector  assembly  under  identical 
conditions  to  Item  a)  above.  The  reading  shall  not  differ  by  more  than  10%  from  the  value 
then  noted. 


27.    Electrical  and  mechanical  characteristics 

27. 1     Statistical  fluctuations 

27.1.  i     Requirements 

Because  of  the  random  nature  of  radiation^  the  reading's  mav  fluctuate  about  a  mean  value. 
The  coefficient  of  variation  of  the  activity  reading  due  to  statistical  fluctuations  shall  be  less 
than  the  following  values: 

a)  for  linear  scales: 

10%  for  any  activity  level  exceeding  tnat  corresponding  to  one-third  of  the  full  scale  on 
the  most  sensitive  range; 

b)  for  logarithmic  scales  and  digital  display: 

10%  for  any  activity  level  exceeding  that  corresponding  to  the  maximum  of  the  least 
significant  decade  of  reading. 

27,1.2     Test  method 

Use  a  radioactive  source  to  give  an  indication  between  one-third  and  one-half  of  scale  or 
range  maximum  on  the  most  sensitive  range  (linear  scale)  or  decade  (logarithmic  scale),  or 
approximately  at  20%  of  the  maximum  of  the  second  least  significant  decade  (digital  display). 
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In  accordance  with  Clause  25  take  sufficient  readings  of  the  indication  of  the  assembly  at 
convenient  time  intervals.  Find  the  mean  value  and  the  coefficient  of  variation  of  all  the 
readings  taken.  The  coefficient  of  variation  so  determined  shall  lie  within  the  limits  of  Sub- 
clause 27.1.1. 


27.2  Warm-up  —  Detection\and  measurement  assembly 

27.2.1  Requirements 

The  maximum  warm-up  time  required  to  reach  standard  performance  conditions  is 
indicated  in  Table  I.  Furthermore,  the  assembly  shall,  when  exposed  to  the  reference  activity, 
give  an  indication  which  does  not  differ  by  more  than  ±  10%  from  the  value  obtained  under 
standard  conditions  (see  Table  III)  within  30  min  after  being  switched  on. 

27.2.2  Test  method 

Prior  to  this  test  the  equipment  shall  be  disconnected  from  the  power  supply  for  a  least  1  h. 

Use  a  radioactive  source  to  give  approximately  one-third  to  one-half  of  the  maximum 
reading.  Switch  on  the  detection  and  measurement  assembly. 

Note  values  of  indication  of  activity  every  5  min  during  1  h.  Ten  hours  after  switching  on 
take  sufficient  i-eadings,  in  accordance  with  Clause  25,  and  use  the  mean  value  as  "final  value" 
of  indication. 

Draw  a  graph  of  activity  indication  with  time,  correcting  for  decay  in  activity  as  necessary. 

The  difference  between  "final  value"  and  the  value  read  from  the  curve  for  30  min  shall  lie 
within  the  limits  specified. 

27.3  rower  supply 

Assemblies  shall  be  designed  to  operate  from  single-phase  a.c.  supply  voltage  in  one  of  the 
following  categories  in  accordance  with  I  EC  Publication  293;  Supply  Voltages  for 
Transistorized  Nuclear  Instruments. 

—  Series  I:    220  V; 

~  Series  II:  120  V  and/or  240  V. 

By  agreement  between  manufacturer  and  user,  three-phase  supplies  may  be  used  for  air  (or 
gas)  pump  motors. 

Nominal  single-phase  power  in  the  United  States  of  America  and  Canada  is  117  V  and/or 
234  V,  60  Hz.  Nominal  single-phase  power  of  1 10  V,  50  Hz  is  also  used  in  the  United  Kingdom. 

By  agreement  between  manufacturer  and  user,  the  equipment  may  b'^-  pr  vided  with 
facilities  for  operation  from  a  low  voltage  stand-by  supply  in  the  case  of  a  lo^)g  vCrm  power 
failure.  In  such  cases  it  would  be  desirable  for  the  equipment  not  to  malfunction  or  trigger 
an  alarm  as  a  result  of  the  supply  changeovei. 
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27.4    Power  supply  variations 

27  A.  1     Requirements 

The  assemblies  shall  be  capable  of  operating  from  the  mains  with  a  supply  voltage  tolerance 
of  + 10%  and  - 12%  and  supply  frequencies  of  47  Hz  to  51  Hz  (57  Hz  to  61  Hz  in  the  United 
States  of  America  and  Canada)  without  the  indication  varying  more  than  10%  from  the 
indication  under  standard  test  conditions. 

27.4.2     Test  method 

Use  a  radioactive  source  to  give  a  reading  of  approximately  two-thirds  full  scale  deflection 
on  the  most  sensitive  range  (linear  scales)  or  approximately  at  20%  of  the  maximum  of  the 
second  least  significant  decade  (digital  display),  or  approximately  two-thirds  of  the  maximum 
of  the  least  significant  decade  (logarithmic  scale).  With  the  supply  voltage  and  frequency  at 
their  nominal  values,  take  the  mean  of  a  sufficient  number  of  readings  in  accordance  with 
Clause  25. 

Take  the  mean  of  two  further  sets  of  consecutive  readings  with  the  supply  at  nominal 
frequency  and  10%  above  the  nominal  voltage  and  the  mean  of  sufficient  consecutive  readings 
with  the  supply  at  nominal  frequency  and  voltage  12%  below  the  nominal  value. 

These  two  mean  values  shall  not  differ  from  that  obtained  with  the  nominal  supply  voltage 
by  more  than  ±  10%. 

Take  the  mean  of  sufficient  consecutive  readings  with  nominal  supply  voltage  and  frequency 
of  47  Hz  (57  Hz  in  the  United  States  of  America  and  Canada)  and  the  mean  of  sufficient 
consecutive  readings  with  nominal  supply  voltage  and  frequency  of  51  Hz  (63  Hz  in  the  United 
States  of  America  and  Canada). 

These  two  mean  values  shall  not  differ  from  that  obtained  with  nominal  frequency  by  more 
than  ±10%. 

The  above  tests  shall  be  repeated  for  an  activity  level  corresponding  to  approximately  two- 
thirds  of  scale  maximum  on  the  least  sensitive  range  or  decade  of  the  assembly. 


27.5     Power  supply  transient  effects 

27.5. 1     Requirements 

The  equipment  shall  withstand  a  short  interruption  in  power  supply  of  duration  less  than 
10  ms  without  interruption  of  normal  operation  and  without  raising  any  alarm  indications. 
The  effect  of  longer  interruptions  in  supply  shall  be  by  agreement. 

Equipment  shall  be  capable  of  withstanding  randomly-phased  transient  overvoltages  of 
either  polarity  on  the  power  supply  without  damage  and  without  the  performance  being  out 
of  specification.  These  transients  may  be  either  common-mode  or  series-mode  and  shall  be 
assumed  to  reach  the  supply  lines  via  an  impedance  of  50  Q.  Peak  amplitudes  are  expressed 
as  percentages  of  the  supply  r.m.s.  or  d.c.  voltage  as  follows  (for  the  purpose  of  applying  these 
values  it  may  be  assumed  that  the  transients  are  half  sine-wave  or  sine-wave  and  that  the 
duration  is  measured  at  50%  of  peak  amplitude): 


—  amplitude  (%  of  supply) 

100 

duration  10  ms; 

—  amplitude  (%  of  supply) 

200 

duration    1  ms; 

—  amplitude  (%  of  supply) 

300' 

-  duration    0.02  ms; 

—  amplitude  (%  of  supply) 

500" 

-  duration    0.005  ms 
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27.5.2     Test  method 


The  mains  supply  input  to  the  equipment  under  test  shall  be  interrupted  for  a  period  of  at 
least  10  ms. 

The  equipment  shall  function  and  indicate  correctly  without  interruption  or  resetting  by  the 

operator. 

The  test  shall  be  repeated  ten  times  at  random,  covering  all  modes  of  operation. 

The  output  of  digital  assemblies  shall  be  monitored  throughout  the  test  to  ensure  that  no 
spurious  operation  occurs. 

Randomly-phased  transient  pulses  of  half-sine  waveform  shall  be  injected  into  the  mains 
input  circuit,  with  the  equipment  in  operation. 

The  equipment  shall  be  subjected  to  at  least  ten  positive-going  pulses,  followed  by  a  similar 
number  of  negative-going  pulses  applied  at  random,  and  selected  to  the  requirements  of  the 
purchaser  from  the  values  quoted  in  Sub-clause  27.5.1. 

The  equipment  shall  function  and  indicate  correctly  without  interruption  or  resetting  by  the 
operator. 

The  outputs  of  digital  assemblies  shall  be  monitored  throughout  the  test  to  ensure  that  no 
spurious  operation  occurs. 

27.6  Stability  of  indication 

27.6. 1  Requirements 

The  indication  from  a  given  source  of  activity,  after  the  assembly  has  been  in  operation  for 
1  h,  shall  vary  by  not  more  than  \Q%  of  full  scale  angular  deflection  or,  for  digital  display, 
10%  of  indication,  in  the  next  500  h. 

27.6.2  Test  method 

Use  a  radioactive  source  to  give  a  reading  between  one-third  and  one-half  of  scale  maximum 
on  the  most  sensitive  range  (linear  scales),  approximately  two-thirds  of  the  maximum  of  the 
least  significant  decade  (logarithmic  scales)  or  approximately  at  20%  of  the  maximum  of  the 
second  least  significant  decade  (digital  display). 

Take  sufficient  readings  after  1  h,  then  further  readings  after  10  h,  100  h,  200  h  and 
500  h  with  no  adjustment  made  to  the  assembly.  The  means  of  the  readings  taken  at  each  time 
shall  lie  within  the  Umits  indicated. 

Readings  shall  be  corrected  for  decay  of  the  source  if  necessary, 

27.7  Alarm  trip  stability 

21JA     Requirement 

This  requirement  excludes  the  detector. 

The  operating  point  of  any  alarm  circuit  shall  not  deviate  outside  ijie  range  80%  X  to 
120%  X,  where  X  is  the  nominal  alarm  set  level  in  the  period  of  500  h  of  operation. 
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27.7.2     Test  method 

For  any  alarm  circuit  whose  nominal  trip  setting  has  been  determined  as  X: 

—  for  a  condition  equivalent  to  79%  X  applied  to  the  assembly  electronically,  no  trip  shall 
occur  within  500  h; 

-  when  a  condition  equivalent  to  121%  A^is  applied  to  the  assembly,  after  1  h,  10  h,  100  h, 
200  h  and  500  h  of  operation,  the  alarm  shall  operate  within  1  min. 

27.8  Alarm  trip  range 

27.8.1  Requirement 

This  requirement  excludes  the  detector.  The  range  of  alarm  settings  shall  conform  to  the 
requirements  of  Clause  13. 

27.8.2  Test  method 

This  test  shall  be  performed  on  each  adjustable  alarm  unit.  Using  an  appropriate  electronic 
signal  generator,  as  specified  by  the  manufacturer,  the  range  of  indication  of  the  equipment 
over  which  the  alarm  trip  operates  shall  be  determined. 

For  alarms  intended  to  operate  on  increasing  signals,  the  alarm  shall  be  adjusted  to  its 
lowest  setting  and  the  input  signal  increased  slowly  until  the  alarm  operates.  The  indication 
of  the  equipment  shall  be  noted.  The  alarm  shall  then  be  re-adjusted  to  its  highest  setting  and 
the  input  signal  increased  slowly  until  the  alarm  operates  again. 

The  indication  of  the  equipment  shall  again  be  noted. 

For  alarms  intended  to  operate  on  decreasing  signals,  operate  as  above  out  slowly 
decreasing  the  level  of  input  signal. 

27.9  Equipment  failure  alarms 

The  low  level  indication  alarm  shall  normally  be  tested  in  accordance  with  Sub-clause  27.8. 

Other  tests  of  failure  alarms  against  appropriate  equipment  malfunctions  shall  be  carried 
out  by  agreement  between  manufacturer  and  user. 


28.     Environmental  performance  characteristics 

28.1     Ambient  temperature 

28. 1 . 1     Requirements 

The  indication  shall  remain  within  the  limits  specified  in  Table  III  for  the  corresponding 
range  of  temperature.  It  should  be  noted  that  for  this  type  of  equipment  the  detection  and 
sampling  assembly  may  have  to  operate  under  different  environmental  conditions  from  the 
measuring  assembly.  Part,  or  all,  of  the  detection  assembly  may  have  to  operate  under  more 
elevated  temperature  conditions  than  those  quoted  in  Table  HI.  Where  this  is  the  case, 
appropriate  tests  shall  be  agreed  between  manufacturer  and  user. 
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28.1.2     Test  method 


The  detection  assembly  shall  be  exposed  to  suitable  test  sources  as  in  the  routine  test  of  Sub- 
clause 26.2,  such  that  the  nominal  reading  under  standard  test  conditions  is  known. 

This  test  shall  normally  be  carried  out  in  a  climatic  box.  It  is  not  in  general  necessary  to 
control  the  humidity  of  the  air  in  the  climatic  box  unless  the  equipment  is  particularly  sensitive 
to  changes  of  humidity. 

The  temperature  shall  be  maintained  at  each  of  its  extreme  values  for  at  least  4  h  and  the 
indication  of  the  assembly  measured  during  the  last  30  min  of  this  period  and  compared  with 
the  reading  under  standard  conditions. 

28.2  Relative  humidity 

28.2. 1  Requirement 

The  variation  of  the  indication  due  to  the  effect  of  relative  humidity  shall  be  within  the  limits 
specified  in  Table  III. 

28.2.2  Test  method 

The  detection  assembly  shall  be  exposed  to  suitable  test  sources  as  in  Sub-clause  26.2. 

The  test  may  be  performed  at  a  single  temperature  oiF30°C  and  humidity  90%;  permitted 
variation  of  ±  10%  in  the  indication  as  specified  in  Table  III  is  in  addition  to  the  permitted 
variations  due  to  temperature  alone. 

28.3  Atmospheric  pressure 

The  influence  of  atmospheric  pressure  is,  in  general,  significant  only  for  an  unsealed  detector 
utilizing  a  gas  as  the  detecting  medium.  In  this  case,  the  atmospheric  pressure  at  which  all  tests 
are  carried  out  shall  be  stated,  and  the  effects  of  variations  in  atmospheric  pressure  shall  be 
indicated. 

Representative  tests  at  other  pressures  should  be  performed  if  required. 


28.4     Sealing 

In  cases  where  the  assembly  is  likely  to  be  used  in  exceptionally  damp  conditions  (for 
exam.ple  out  of  doors,  etc.),  the  user  shall  stale  his  requirem.ents  regarding  protection  against 
dampness.  The  assembly  shall  then  satisfy  the  requirements  of  I E  C  Publication  68 :  Basic 
Environmental  Testing  Procedures,  or  otherwise  form  the  subject  of  an  agreem.ent  between 
manufacturer  and  user. 


29.     Tests  of  the  air  (or  gas)  circuit 

These  tests  are  intended  to  be  applied,  by  agreement  between  manufacturer  and  user,  to  all 
equipment  for  which  the  response  is  dcpeiRient  on  constant  flow  rate  through  a  sampHng  and 
detection  assembly. 
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Where  the  equipment  is  insensitive  to  flow  rate,  but  nevertheless  requires  a  samphng  flow 
in  order  to  function,  a  simple  test  of  the  flow  circuit  and  any  flow  alarms  (see  Sub-clause  27.9) 
shall  be  agreed  between  manufacturer  and  user. 

When  the  equipment  is  sensitive  to  flow  rate,  and  the  flow  rate  varies  in  step  with  the  effluent 
flow  rate,  appropriate  tests  shall  be  agreed  between  manufacturer  and  user. 

The  requirements  of  these  tests  are  summarized  in  Table  IV. 

29.1     Flow  rate  stability 

The  aim  of  this  test  is  to  determine  the  nominal  sampling  flow  rate  under  standard  test 
conditions,  with  the  pressure  drop  due  exclusively  to  the  air  circuit  and  any  inlet  or  sampling 
filter  (clean  filter). 

29.1.1  Requirements 

The  manufacturer  shall  specify  the  nominal  flow  rate  for  the  type  of  filter  which  is  used. 
After  the  normal  warm-up  time  of  the  sampling  assembly  (1  h),  the  measured  flow  rate  shall 
not  deviate  by  more  than  +  10%  from  the  nominal  flow  rate. 

29.1.2  Test  method 

For  this  test,  a  volumetric  measuring  device  or  flowmeter,  standardized  under  the  measuring 
conditions  and  having  a  precision  better  than  3%,  is  incorporated  in  the  air  (or  gas)  circuit 
at  the  inlet  to  the  equipment.  The  equipment  shall  be  switched  on  and  the  flow  measured  after 
1  h,  5  h,  10  h  and  100  h  of  operation.  The  readings  shall  deviate  by  not  more  than  10%  from 
the  rated  flow  (it  may  be  necessary  to  draw  the  air  from  a  dust-free  atmosphere). 


29.2     Effect  of  filter  pressure  drop 

Since  the  nature  of  the  filter  and  the  degree  of  blockage  may  differ  trom  one  test  to  another, 
only  measurements  of  overall  pressure  drop  and  flow  rate  will  be  considered. 

29.2. 1  Requirements 

The  test  shall  establish  the  increase  in  pressure  drop  causing  a  10%  decrease  from  the 
nominal  air  (or  gas)  flow  under  standard  conditions. 

The  acceptable  minimum  pressure  drop,  liable  to  cause  a  10%  decrease  from  the  nominal 
flow,  shall  be  agreed  between  manufacturer  and  user. 

29.2.2  Test  method 

For  this  test,  a  calibrated  ''vacuum  gauge''  shall  be  fitted  downstream  of  the  filter,  at  the 
point  intended  by  the  manufacturer,  in  order  to  measure  the  pressure  drop  due  to  air  (or  gas) 
flow.  This  instrumentation  (U-tube,  differential  manometer,  etc.)  shall  provide  a  direct 
indication  of  the  pressure  drop  obtained  by  inserting  a  variable  reslrictor  (for  example  a  valve) 
between  the  flowmeter  and  the  assembly. 

The  flow  measurements  shall  be  carried  out  as  specified  in  Sub-clause  29.1  the  variable 
restrictor  being  adjusted  to  give  a  mean  flow  10%  below  the  nominal  flow  under  standard  test 
conditions. 
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The  measured  pressure  drop  under  these  conditions  shall  be  not  less  than  the  agreed  value. 


29.3     Effect  of  power  supply  voltage 

29.3.1  Requirement 

The  nominal  flow  rate  shall  vary  by  not  more  than  5%  when  the  power  supply  voltage  varies 
between  +  10%  and  — 12%  of  the  nominal  supply  voltage. 

29.3.2  Test  method 

For  this  test,  the  sampling  and  detection  assembly  is  connected  to  a  voltage  v/hich  varies 
in  a  range  defined  in  Table  IV. 

The  measurement  of  the  flow  rate  shall  be  carried  out  as  specified  in  Sub-clause  29.1.2. 


29.4    Effect  of  power  supply  frequency 

29.4. 1  Requirement 

The  nominal  flow  rate  shall  vary  by  not  more  than  10%  when  frequency  is  varied  from 
47  Hz  to  51  Hz  (57  Hz  to  61  Hz  in  the  United  States  of  America  and  Canada). 

29.4.2  Test  method 

For  this  test,  the  sampling  and  detection  assembly  is  connected  to  a  power  supply  of  the 
rated  voltage  and  a  frequency  which  may  be  varied  between  47  Hz  and  51  Hz  (alternative 
values:  57  Hz  and  61  Hz). 

The  flow  rate  shall  be  noted  at  nominal  frequency  and  at  the  quoted  frequency  limit. 
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CHAPTER  IV:  DOCUMENTATION 


30.    Type  test  report 

The  manufacturer  shall  make  available,  at  the  request  of  the  user,  a  report  on  the  type  tests 
carried  out  in  accordance  with  the  requirements  of  this  standard. 


31.  Certificate 

A  certificate  shall  be  provided  with  each  equipment,  giving  at  least  the  following  general 
information  and  the  additional  information  specified  in  the  relevant  subsequent  part  of  the 
standard: 

—  manufacturer's  name  or  registered  trade  mark;. 

—  type  and  serial  number  of  the  equipment  and  assemblies; 

—  type  of  detector; 

—  effective  range  of  measurement; 

—  background  indication  under  standard  test  conditions; 

—  scale  limits  for  each  measuring  range; 

—  scale  graduation; 

—  response  to  specified  test  sources; 

—  response  to  ambient  gamma  radiations; 

—  maximum  permissible  cable  length  between  units; 

—  nominal  air  (or  gas)  flow  rate  (where  applicable). 

32.  Operation  and  maintenance  manual 

Each  assembly  shall  be  supplied  with  an  appropriate  instruction  manual  in  accordance  with 
1  EC  Publication  278:  Documentation  to  be  Supplied  with  Electronic  Measuring  Apparatus. 
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Table  I 


Reference  conditions  and  standard  test  conditions 
(Unless  otherwise  indicated  by  the  manufacturer) 


Influence  quantity 

Reference  conditions 

Standard  test  conditions 

Reference  radioactive  source 

As  appropriate 

As  appropriate 

Warm-up  time  (whole  equipment) 

60min 

^60min 

Ambient  temperature 

20  °C 

18°Cto22°C 

Relative  humidity 

65% 

50%  to  75% 

Atmospheric  pressure 

101.3  kPa 

86  kPa  to  106  kPa* 

Power  supply  voltage 

Nominal  supply  voltage  f/^ 

Nominal  power  supply  U^  ±  1  % 

.   Power  supply  frequency 

Nominal  frequency 

Nominal  frequency  ±0.5% 

Power  supply  waveform 

Sinusoidal 

Sinusoidal  with  total 
harmonic  distortion 
less  than  5% 

Gamma  radiation  background 

Absorbed  dose  rate  in  air 
of0.2[iGy,h-' 
(20^rad.h->) 

Less  than  absorbed  ddse  rate 
inair  of0.25^Gy.h"' 
(25nrad.h'>) 

Electromagnetic  field  of 
external  origin 

Negligible 

Less  than  the  lowest  value 
that  causes  interference 

Magnetic  induction  of 
external  origin 

Negligible 

Less  than  twice  the  value  of 
the  induction  due  to  the 
eartto's  magnetio  field 

Assembly  controls 

Set  for  normal  operation 

Set  for  normal  operation 

Contamination  by 
radioactive  elements 

Negligible 

Negligible 

Where  the  detection  technique  is  particularly  sensitive  to  variation  in  atmospheric  pressure,  the  conditions  shall  be  limited 
to  ±5%  of  the  reference  pressure. 
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Table  II 
Tests  performed  under  standard  test  conditions 


Characteristics  under  test 

Requirements 

Reference 
(sub-clause) 

Reference  response 

In  accordance  with  the  manufacturer's  specification 

26.1 

Accuracy  of  indication 

Less  than  ±  20%  or  for  assemblies  with  hnear  scales,  less  than 
5%  of  the  activity  corresponding  to  the  maximum  indication 
on  the  appropriate  scale  (whichever  is  least  restrictive) 

26.2 

Overload 

To  remain  at  full  scale  indication  when  exposed  to  an 

activity  ten  times  that  which  would  give  full  scale  deflection 

26.5 

Statistical  fluctuations 

Coefficient  of  variation:  less  than  10% 

27.1 

Stability  of  indication 

Less  than  10%  of  the  full  scale  angular  deflection 
over  a  period  of  500  h  on  all  ranges  or  less  than  10% 
of  indication  for  digital  display 

27.6 

Alarm-trip  stability 

Less  than  20%  of  set  point  level  over  a  period  of  500  h 

27.7 

Alarm-trip  range 

In  accordance  with  Clause  1 3 

27.8 

Equipment  failure  alarms 

Low  level  alarm  in  accordance  with  Clause  13, 
other  alarms  by  agreement  between  manufacturer  and  user 

27.9 
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Table  III 
Tests  performed  with  variation  of  influence  quantities 


Influence  quantity 

Range  of  values  of  influence 
^luantity 

Limits  of  variation  of 
indication 

Reference 

(sub-clause) 

External  gamma  radiation 
from  a  "'Cs  source  in 
defined  source/detector 
geometry 

Absorbed  dose  rate  in  air  of 
10^Gy.h-^  (1  mrad.h~i) 

In  accoiuance  with  the 
manufacturer's  specifications 

26.4 

External  gamma  radiation 
from  *^''Cs  source  in 
other  geometries 

Absorbed  dose  in  air  of 
10MGy.h-»(l  mrad.h-^ 

As  specified,  but  normally 
less  than  twice  that  obtained 
under  reference  conditions 

26.4 

External  gamma  radiation 
from  other  sources  in  the 
defined  source/detector 
geometry 

Absorbed  dose  rate  in  air  of 
10^Gy.h-» 
(imrad.h-') 

As  specified,  but  normally 
less  than  twice  that  obtained 
under  reference  conditions 

26.4 

Warm-up  time 

^30min 

±10%i» 

27.2 

Power  supply  voltage 

88%  U^io  110%  t/N 
(t/jsj  =  nominal  supply 
voltage) 

±10%^> 

27.4 

Power  supply  frequency 

47  Hz  to  51  Hz2> 

±10%^> 

27.4 

Power  supply  transient  effects 

In  accordance  with  Sub- 
clause 27.5 

In  accordance  with  Sub- 
clause 27.5 

27.5 

Ambient  temperature^* 

Indoor  use: 
10°Cto50°C 

Outdoor  use: 
-10^Cto40"C 
-ISXtoSO'^C 

±10%'» 

±20%» 
±50%^* 

28.1 

Relative  humidity 

Up  to  90%  at30X 

±10%i> 

28.2 

Atmospheric  pressure 

4) 

4) 

28.3 

Electromagnetic  field  of 
external  origin 

4) 

4) 

— 

Magnetic  induction  of 
external  origin 

4) 

4) 

~ 

'*  Of  the  indication  under  standard  conditions. 

*'  57  Hz  to  61  Hz  for  the  United  Slates  of  America  and  Canada. 

'*  Assemblies  intended  for  temperate  climates.  In  hotter  or  colder  climates  other  limits  may  be  specified. 

*'  No  general  specification.  Range  of  value  of  influence  quantity  and  limits  of  variation  of  indication  to  be  specified  if 
required. 

Note.  —  For  assemblies  having  a  non-linear  scale,  a  linear  instrument  can  be  substituted  for  the  indicating  meter  of  the 
assembly  to  verify  the  performance  called  for  by  this  table. 
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Table  IV 


Tests  of  air  (or  gas)  circuit 
(These  tests  are  applicable  only  to  assemblies  whose  response  is  dependent  on  flow  rate) 


Influence  quantity 

Range  of  variation 

Limits  of  variation 
of  nominal  flow  rate 

Reference 
(sub-clause) 

Time 

1  h  to  100  h 

±10% 

29.1 

Filter  pressure  drop 

In  accordance  with 
manufacturer's  specifications 

-10% 

29.2 

Power  supply  voltage 

From  88%  U^  to  110%  Uy^ 

±5% 

29.3 

Power  supply  frequency 

From  47  Hz  to  51  Hz 

From  57  Hz  to  61  Hz,  for  the 

United  States  of  America 

and  Canada 

±10% 

29.4 
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